Even with head restraint small head movements can occur during data acquisition for emission tomography, sufficiently large to result in detectable artifacts in the final reconstruction. Direct measurement of motion can be cumbersome and difficult to implement, whereas previous attempts to correct for motion based on measured projections have been limited to simple translation orthogonal to the projection. A fully 3d algorithm is proposed that estimates the patient orientation at any time based on the projection of motion-corrupted data, with incorporation of the measured motion within subsequent OSEM sub-iterations. Preliminary studies have been performed using a digital version of the Hoffman brain phantom. Movement was simulated by constructing a mixed set of projections in two discrete positions of the phantom. The algorithm determined the phantom orientation that best aligned each constructed projection with its corresponding measured projection. In the case of simulated movement of 24 of 64 projections, all mis-positioned projections were correctly identified. The algorithm resulted in a reduction of mean square difference (MSD) between motion corrected and motion-free reconstructions compared to the MSD between uncorrected and motion-free reconstructions by a factor of 2.7.
I. INTRODUCTION
In both single photon emission computed tomography (SPECT) and positron emission tomography (PET) data acquisition occurs over a relatively long time, typically in the range of 1-30 minutes. Consequently patient motion is quite common. Since the fundamental reconstruction algorithms operate on the assumption that the object to be imaged is stationary during acquisition, any movement results in potential artifacts in the reconstruction. In the case of brain studies, head restraints are normally used, however, particularly with non-compliant patients, movement can still occur. Even with the small movements recorded with head restraint, measurable effects can be demonstrated [I] .
Several groups have used direct measurement to detect or estimate motion with subsequent correction. These include use of radio-frequency devices [2] , video monitoring [3] , optical trackers [4] or less expensive mechanical devices [5] . Correction in PET has included direct modification of individual coincidence lines of response [ 2 ] or acquisition of a new frame when significant motion is detected [3] , [6] . In SPECT (or in non-ring PET systems) there is further complication since motion may occur during detector rotation so that there may be incomplete data corresponding to a stationary position of the patient. A method of direct 3d reconstruction incorporating the average location for each projection has been developed previously by our group [7] . Others have also suggested alternative approaches to 3d reconstruction incorporating motion information [e.g. 81. In general, measurement devices can be cumbersome or expensive and usually require careful calibration. Attempts to correct for motion without direct measurement have been limited to the translation of projections only [9] , [lo] , or registration of multiple frames [ I l l . Neither of these techniques provides a general solution for data-driven motion correction. The purpose of this paper is to present a hybrid technique that involves registration to determine the 3d orientation of the patient at each projection angle, incorporating this information in a fully 3d reconstruction.
METHODS

A. Description of the Algorithm
For convenience the method will be described for the geometry typical of multi-detector SPECT systems, however, the approach is applicable generally to a wide range of detector or collimator geometry, whether PET or SPECT. A dual right-angled SPECT system is illustrated in Fig. 1 (a) . Reconstruction is normally performed using the measured projections to reconstruct individual planes. If motion of the object has occurred during data acquisition some projections will be incorrectly located relative to the object during conventional multi-plane 2d reconstruction. However, provided movement is relatively small, the multiplane reconstruction will provide a reasonable estimate of the object activity distribution. This corrupted estimate can be used to construct 2d projections, which can be directly compared with the measured projections.
The assumption made is that the errors introduced by the corrupted reconstruction estimate are outweighed by errors due to misplaced projections. We determine the 3d orientation of the object that will result in the optimal match between constructed and measured projections. This is achieved by implementing a fully 3d registration of the object where we optimize 6 parameters for object position and orientation using the simplex algorithm (see Fig. I(b) ). The cost function is formulated as the sum of squared differences between the constructed (forward-projected) and measured 2d projections, where the orientation of the object determines the direction of the constructed projection. Note that the cost function is evaluated for all projections acquired at the same time (i.e. the right-angled pair of projections in our case). Once the optimal location is determined, the projections will be correctly located so that they can be used to update the solution or contribute to a correctly constructed 3d reconstruction. We utilize a useful property of the ordered subsets expectation maximization (OSEM) algorithm [ 121. Since each sub-iteration involves use of only a subset of projections, these can be chosen so as to include projections recorded when the object was stationary. A similar approach was used previously for incorporation of measured motion in 3d reconstruction [7] . In the case of a dual-detector system, the subset contains the pair of projections for which the object orientation has been optimized. The process is repeated for each projection pair, progressively improving the reconstructed estimate with correctly aligned projections.
B. Demonstration of feasibility
In order to assess the operation of the algorithm a digital version of the Hoffman brain phantom was used. Complete projection sets (64*64*64) were constructed for various different orientations of the phantom, one of which was used as a motion-free reference. Projections included attenuation and distance-dependent resolution, but no scatter. Combining projections selected from both data sets then created a simulated motion. T o demonstrate feasibility simple one-dimensional reorientations were examined (translation in x direction or rotation around x axis). The following tests were performed for each orientation.
C.
How well are incorrect projections identijied? The motion free reconstruction was used to generate projections, which were compared with both the motion-free projections and the reoriented projections. The sum of square differences (SSD) between generated and 'measured' projections was averaged over all angles.
How does motion influence the reconstruction? Motion corrupted data sets were constructed with either 4 or 12 orthogonal pairs of reoriented projections from the total of 64.1 ne degree of distortion in the reconstruction was assessed using the mean square difference (MSD) between motion-corrupted and motion-free reconstructions.
Can projection orientation still be recognised using the corrupt reconstruction? Using the corrupt reconstruction, projections were generated and compared against motion-free versus reoriented projections. The ratio of mean SSD for the reoriented versus motion-free projections was calculated.
Can the correct orientation of projections be found?
For each simulated orientation of the phantom, the corrupted reconstruction was reoriented incrementally and the SSD between constructed and measured projections calculated.
Investigating the limits of applicability
Each of the six rotation and translation parameters were individually investigated to better understand the behaviour of the projector in determining correct projection position. As in the previous experiment change of position was simulated for a number of projections (12/64) and the resulting 'corrupted' reconstruction was reoriented by varying degrees prior to constructing projections. The MSD between constructed and original projections for either motion-free or repositioned projections, was measured for each object orientation. Results are provided for noise-free data and for (xl, x2) noise representative of clinical brain SPECT (-50k counts per projection).
D. Preliminary validation
As a preliminary validation of the complete motion correction algorithm the same Hoffman brain phantom was used. In this case the single reorientation applied was (2mm, -I", 2mm, 4deg, -2deg ,4deg) for translation and rotation in 3d. Twelve projection pairs were selected from the reoriented data set and substituted in the original motionfree set of projections. The motion-free data were reconstructed using OSEM with subset size 2 ( 1 iteration) as 15-37 a reference. The motion-corrupted data were also reconstructed and the mean squared difference (MSD) between motion-free and uncorrected reconstructions evaluated (MSD-corrupt). The motion-corrupted data also were reconstructed using the proposed motion correction algorithm as follows: 
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Using the motion-corrupted reconstruction as a starting estimate, projections were constructed by forward projection, including attenuation. The sum of squared differences (SSD) between each pair of constructed and measured projections was calculated and used to identify projections that were mis-positioned.
For the most mis-positioned pair of projections the orientation of the current reconstruction estimate was adjusted so as to minimize the SSD between the constructed and measured projections. The reconstruction was updated by a single sub-iteration OSEM using the reoriented estimate and corresponding projections.
The updated reconstruction estimate can be used to determine the best object orientation for the next pair of projections. In our case, the update was used to confirm that the current orientation was sufficient for the next projection.
The final motion corrected reconstruction was compared with the motion free reconstruction by calculating the MSD between motion-free and motioncorrected reconstructions (MSD-corrected). The results of the feasibility study are summarised in Tables 1-4 . Even for small reorientation (1 degree or 0.5 pixels) there is a measurable difference between the SSD for reoriented versus motion-free projections ( Table 1) . As expected the differences increase as the magnitude of reorientation increases. The degree of distortion in the reconstruction due to incorrectly positioned projections also increases with increasing magnitude of reorientation and is quite sizeable for large translations (Table 2) . Table 4 Can the correct orientation of projections be found Despite the sizeable corruption in the reconstruction it still appears that correctly orientated projections are differentiated from reoriented projections ( Table 3) . To a large extent this ability to identify projections was independent of the degree of distortion (compare results for 8/64 versus 24/64 reoriented projections). Changing the orientation of the constructed projection, the correct reorientation can be identified for both rotation in the x axis (SSD/103 figures highlighted in Table 4 ) and x translation (data not shown). The only exception was translation of 2 pixels (corresponding to the largest measured distortion) where the minimum SSD was identified at 1.5 pixels.
B. Invest ig n t ing the 1 im its o f applicability
Results of the more detailed study are presented in Fig. 2 and Fig. 3 . In Fig. 2 , MSD between constructed and original projections is plotted versus angle (for combined rightangled pairs). The upper graphs show MSD for the object oriented correctly, whereas the lower graphs show MSD for the object rotated by 6 degrees. Noise mainly adds a bias to the MSD, maintaining the absolute difference between MSD for correctly aligned and mis-positioned projections. With noise present, mis-positioned projections are more clearly identified when the object is reoriented. Application of a median filter reduced bias while maintaining identification of mis-positioned projections. In Fig. 3 , for each of the parameters, MSD is plotted versus orientation of the reconstructed object. The curves demonstrate the behaviour of the cost function for a correctly aligned projection and for a mis-positioned projection. It can be seen that translation in x/y provides clear discrimination between correctly aligned and mispositioned projections, the minimum MSD being accurately defined, irrespective of the noise level. The addition of noise increases the MSD as expected but does not appear to affect the overall discrimination between correctly aligned and mis-positioned projections. Even at extreme noise levels it should be possible to detect relatively small translations. In contrast the identification of rotation is less well defined and is more affected by noise, particularly for rotation around the z-axis. This probably is due to the symmetry of the phantom. There is relatively low distortion found on reconstructions based on projections with sizeable rotation (MSD for 2 degrees rotation -0.2 MSD for 1 pixel translation), perhaps not surprising given that the influence on projections is relatively small.
C. Preliminary validation
Using the preliminary exploratory step, all mispositioned projections were correctly identified with SSD increasing by typically 20 compared to aligned projections. Two slices of the reconstructed phantom are illustrated in Fig. 4 for motion-free, motion-corrupted and motioncorrected data. After correction with the proposed algorithm MSD was significantly reduced, with a reduction factor (RF), defined as MSD-corrupt / MSD-corrected, of 2.71 for the complete brain. For the displayed slices RF was 3.16 (upper slice) and 5.10 (lower slice). Reduction of motion artifacts is clearly evident in the subtracted images. Residual differences between motion-corrected and motion-free data may be further reduced with additional iterations. 
IV. DISCUSSION
In this paper we present a new algorithm that permits data-driven correction for changes in patient position during emission tomography acquisition. The algorithm combines 3d registration with a method for sequentially updating the 3d reconstruction to include projection data at their correctly orientated position. The feasibility of the technique has been demonstrated and the algorithm was used to reduce the distortion due to a complex motion. These early findings are very promising, however, considerable additional work is necessary to fully explore the applicability of the technique.
Some insights to the applicability of the technique are presented. The ability to identify translated projections appears to be relatively insensitive to noise, presumably due
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to the large differences found in projections compared to noise. This is not the case for rotation, especially around the z axis, where reorientation was hard to identify, even using the two orthogonal views. However, distortion in the reconstruction due to this rotation was also relatively small and therefore it may be less critical that this particular motion is exactly corrected. This will require verification for other movements and activity distributions.
There clearly are other factors that require further investigation. The corrupted initial reconstruction that incorporates wrongly positioned projections must be used to differentiate between correctly aligned and mis-positioned projections. However, it may be preferable to utilise only projections that are identified as correctly located as the initial estimate for reconstruction, building on this reconstruction as projections are reoriented. This needs more detailed analysis as it can be anticipated that there could be some lower limit in the number of projections (and iterations) that will provide accurate projections estimation.
The cost function used in this study was the mean square difference between constructed and original (measured) projections. Previous study of cost functions applicable to intra-subject SPECT registration demonstrated that this was preferable to alternative cost functions [ 131. The simplex algorithm was used to find the 'best' orientation so as to minimize the cost function. This may not be optimal in terms of speed or susceptibility to local minima, however alternatives have not yet been explored.
The changes in patient position defined the grouping and ordering of projections rather than any considerations of maintaining subset balance that may be required by OSEM. Certainly for the dual head geometry assumed in this paper a subset size of 2 is suggested, smaller than normally recommended for OSEM. This may be cause for concern, although there appears to be no theoretical reason why the more exact rescaled block iterative (RBI) algorithm [ 141 could be used in place of OSEM. The RBI approach is not limited by subset imbalance such as may occur with two orthogonal views.
V. CONCLUSIONS
A hybrid 3d reconstruction / registration technique is presented that corrects for changes of patient position during emission tomography acquisition. There is considerable scope for additional work to identify the limits of applicability of the technique, likely to be influenced by the magnitude and timing of motion and the underlying activity distribution. However, these preliminary results demonstrate that the proposed technique shows considerable promise as an automated data-driven motion correction technique.
